[An experimental device for measuring the characteristics of echographic emissions].
An experimental system for the evaluation of the parameters characterizing the acoustic power emission of echographs is described. The apparatus is based on a commercial device, which has been modified to allow the analysis of different echographic probes, particularly used for diagnosis. The modified instrument is quite versatile in use and is suitable for the examination of virtually any kind of probe.